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Improvements in microchip technology have produced a new breed
ofcomputerized laboratory analysers. Modern analysers have both
self-acting and self-regulating mechanisms. Automatic self-check-
ing diagnostics allow preventive service and repair. An instrument
can be implemented through changes in software. Chemometrics
help to check reagent integrity, validate calibration, and quality
control. Computer-assisted interpretation isjust beginning to be a
possibility.
The computer revolution has resulted in a new breed ofinstruments
for laboratory analyses. This paper discusses the impact of
electronics on process control, diagnostics, instrument upgrades and
chemometrics.
Process control
It would take hours for a human being to choose the best
way to operate different panels of parameters; random
access analysers do so immediately. Analysers like the
Technicon Autoanalysers, were first mechanized, now they
are automated with self-acting and self-regulating mechan-
isms.
In old instruments, a central processor was used to carry
out all functions with real constraints placed on the
software. Decentralized control provides much more
control and security, and connection with other comput-
ers is easier- see figure 1.
Diagnostics
Automatic self-checking diagnostics on start up or during
operation provide assurance on electrochemical, memory
and computational functions. Diagnosis can be requested
by the operator for preventive service or repair. Instru-
ment repair, often by replacement of a circuit board is
usually made easier with system diagnostics and down-
time is minimized.
Upgrading instruments
All the functions are software controlled, i.e. by read only
memory (ROM) chips, programmed by the manufac-
turer. As a consequence, changes in the operation and
capabilities of an instrument can now be implemented
through changes in software (via a disk), a memory board
or a microchip on a board. Examples are data for new
parameters, new algorithms for calibration curves,
accelerating a process to increase throughput, and
changing the operation of a robotic part of the system.
Chemometrics
Chemometrics is the application of mathematical and
statistical methods to chemistry. Modern systems are
able to acquire, store, process and manage large data sets
in real time by using a variety ofsophisticated algorithms.
Chemometrics uses such techniques as advanced statis-
tics, imaging, optimization and control, artificial intel-
ligence, and computer-assisted interpretation.
It is appropriate to emphasize the control of the
measurements:
For a single chemical reaction, curves can be fitted to
pre-established algorithms, providing checks on
reagent integrity. This gives better linearity and fewer
re-runs.
Limits for slope and intercept ofa linear calibration can
be memorized- see figure 2.
Quality control programs can be included in the
software with acceptable limits.
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Figure 1. Evolution of microprocessor control in random access
analysers.
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Figure 2. Validation ofthe calibration step.
Computer-assisted interpretation
Computer-assisted interpretation in clinical chemistry
presently includes interpretation of a patient result
compared to the range for a given population (age, sex,
illness); interpretatibn of a profile of parameters for one
patient; and the suggestion of a complementary analysis.
Conclusion
Microchip technology will have an increasing impact, on
the laboratory with the advent of fully automated
analytical systems. Therefore there must be a significant
effect on the way laboratories are organized and operated.
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methodological developments and especially the
role of analytical chemistry for problem solving
in major areas of science. Additionally, special
sessions discussing highly relevant topics, like
COBAC (Computer Based Analytical Chem-
istry), will be scheduled. Furthermore a large
exhibition of instruments, reagents and literat-
ure, as well as an attractive social programme
will be organized.
For registration and further information contact the
Secretary General, Professor Dr M. Grasserbauer, c/o
INTERCONVENTION, Austria Center Vienna,
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